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NOTE TO THE FIRST EDITION. 



This Discourse has been published in compliance 
with the request of several of those who heard it 
delivered, and who have expressed to me an 
opinion that busy practitioners may perhaps be 
glad to have at hand, and in small compass, such 
information as it contains. It is obviously impos- 
sible to do more in so limited a time than to make 
a general reference to the therapeutic uses of 
electricity ; and the most that I attempted in this 
direction was to recall to the recollection of my 
audience those conditions of disease in which the 
application of electricity would seem — without 
doubt — to be required ; and to indicate the methods 
of application most generally usefid. The con- 
struction of apparatus cannot be understood from 
verbal or written description alone ; and I have 
appended to the text certain notes, and illustra- 
tions of the instruments which I submitted to the 

Society. 

December, 1876. 
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NOTE TO THE SECOND EDITION. 

The First Edition being out of print, I have 
entirely rewritten the Second, incorporating with 
it Three Lectures which I recently delivered at 
the West- End Hospital ; and making also such 
additions as I believed likely to prove useful to the 
student as a guide, more especially to the use of 
electrical instruments. 

30, New Cavendish Street, W. 
October, 1879. 



HOW TO USE A 

GALVANIC battery in medicine 

AND SURGERY. 



LECTUEE I. 

ELECTRICAL INSTRUMENTS. 



Gentlemen, 

Before asking your attention to the subject Prelimi- 

i-ii • i t nary Re- 

which we nave met to consider, I beg leave to take marks, 
advantage of this our first opportunity — as our 
Institution is but newly established — and upon 
behalf of my colleagues and myself, to bid you 
welcome; and to express the pleasure that we feel 
in throwing the Hospital practice freely open to 
students and practitioners. Universally as the 
principle of the division of labour is accepted in 
every profession but our own, I fear that I should 
be too sanguine were I to hope that the whole of 
you are in favour of the foundation of another 
Special Hospital, but as it has been founded, I 
am sure you will all agree with me that — what- 
ever be its merits or demerits — its medical staff 
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2 PRELIMINARY REMARKS. 

Preiimi- should court the criticism of their confreres, and 

nary Re- 
marks, should offer to students such facilities as they 

possess for the study of special diseases, or special 
modes of treatment ; and I cannot but think that 
an occasional visit to such an Hospital is calculated 
to render more broad and comprehensive, rather 
than more contracted, our view of the extended 
fields of general medicine and surgery. 

As it is one of our objects in our practice here 
to study the scope and the limits of electricity as 
a remedy in disease, it seemed to us not inappro- 
priate to devote* our first Lectures to electro-thera- 
peutics ; and the more so, because a theoretical 
belief in the benefit to be derived from judicious 
electrization is widely diffused, while comparatively 
very few medical men have a practical knowledge 
of the subject ; and I fear that the profession 
generally, through lacking this practical know- 
ledge, are to some extent responsible for the utter 
and astounding recklessness with which the laity 
— ever ready to rush in where physicians fear 
to tread — are prone to apply painful and dan- 
gerous electrization, not to themselves, but to 
their suffering friends ; while it is still too com- 
mon for the medical practitioner (as quoted by 
Golding Bird upwards of thirty years ago) to 
consider that when his fiat has gone forth " let 
the patient be electrified," he has done all that is 
necessary, while the patient usually carries out 
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this mandate by the purchase of a rotary magneto- Preiimi. 
. . t , , . . . nar y R «- 

electric machine, and by using it according to the marks. 

directions of its maker, who is generally about as 
well fitted to teach its application in disease as is 
the maker of an amputating knife to operate 
with it !* 

Electricity, Gentlemen, is by no means one 
of those remedies that, failing to do good, 
is little likely to do harm. On the contrary, 
in injudicious hands, it is potent for evil, while 
the benefit to be derived from it is in exact pro- 
portion to the judgment and care with which 
it is administered. Moreover, the results of its 

* Since the delivery of these Lectures the Committee of Manage- 
ment of the West-End Hospital for Diseases of the Nervous System 
have ordered that those medical men who prescribe electricity for their 
private patients, but who have not the time or suitable apparatus for 
applying it, may, should they so wish, have treatment carried out in the 
Electrical Room of the Hospital. No patient can take advantage of this 
Rule without producing a letter from a registered medical practitioner, and 
which should be addressed to the Medical Superintendent. A contribution 
of two shillings and sixpence to the Hospital funds is required upon 
each attendance, and a separate Waiting Room has been set apart for 
these patients. 

The remarks of the late Dr. Anstie (see page 211 of his work on 
" Neuralgia ") are still pertinent to this subject. He writes — " Elec- 
tricity is a weapon which 1 seldom employ in the first instance, for 
many reasons; the principal of which is the costliness of the proceeding to 
the patient. Either the physician must personally administer the remedy 
daily, often for a considerable period, or he must make the patient pro- 
vide himself with an expensive battery ; and in the latter case there is, 
after all, the unsatisfactory consideration that the application (even after 
the most careful directions have been given) will perhaps be unskilfully 
and inefficiently made. On the other hand, it is not desirable to delay 
the employment of galvanism too long, if other remedies have been 
fairly tried." 

B 2 



4 PRELIMINARY REMARKS. 

Prelum- employment are dependent, more than with any 

marks, other therapeutic agency, upon the methods by 

which it is applied — methods that should be 

familiar, not alone to a few specialists, but to 

every practitioner. 

I do not purpose to take up your time by a 
tedious discourse upon the elementary principles 
of electricity, for the practical application of these 
matters concerns rather the histrument-maker 
than the medical practitioner, and I shall discuss 
none of them, except incidentally, and with precise 
reference to their application to medicine. Besides, 
we know little of them, and I cannot forget that 
Faraday said that " he once thought he knew 
something about electricity, but the more he 
investigated it the less he found he understood it." 
Let us then be content with its definition as a 
" Force," " pervading all nature, latent in every 
substance, and liable at any moment to be 
excited by mechanical or chemical means." 
Nor do I propose to make these Lectures in any 
sense exhaustive, but, on the contrary, to include 
in them only such information as is essential, and 
such as you may readily, and without effort, re- 
tain in your memory. I shall direct especial 
attention to points of detail which are of import- 
ance to the successful use of electricity; for from 
non-observance of small details of application 
many failures have resulted, the treatment 



VARIETIES OF ELECTRICITY. 

getting a measure of discredit, which in strict Preiimi- 

? . nary Re- 

justice should have attached only to the operator, marks. 

In the present Lecture I shall consider instru- 
ments, their construction and management, a 
dry subject, but an essential one, the first requisite 
of a good workman being complete familiarity 
with his tools, lacking which he will be the vic- 
tim of constantly recurring annoyances and diffi- 
culties ; for although the present position of electro- 
therapeutics is largely due to improved methods 
of administration, these methods would be im- 
possible with faulty instruments, while, on the 
other hand, the most perfect instruments require a 
certain amount of skill and care in their manage- 
ment, and some acquaintance with at least the 
mechanical details of their construction ; and with- 
out this rudimentary knowledge it is also impos- 
sible to usefully compare one instrument with an- 
other. 

My second Lecture will be devoted to the diffe- 
rent methods of applying electricity, and my third 
and last to its uses in the diagnosis, prognosis, 
and treatment of disease. 

We make use of three varieties of electricity in 5^*"^ 
medicine. trioity. 

Firstly, of static or friction electricity, the elec- 
tricity of glass and amber, appropriately called, 
from its early investigator, Franklinism. 

Secondly, of the electricity of chemical action, 
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Varieties Galvanism, or better. Voltaism, the " Constant 

of Elec- ' 

trioity. Current." 

Thirdly, of Faradism, the induced currents of 
momentary duration, which are generated or 
" induced " in a coil of wire by the action upon it 
under certain circumstances of a magnet or of a 
voltaic current. 

Static electricity, though sometimes of the ut- 
most value, has certain inconveniences in its appli- 
cation, and is little used but by specialists. 

The Voltaic current is a continuous current. 
Unless artificially interrupted, the electricity flows 
in an unbroken stream until the battery is ex- 
hausted. The current will gradually lessen in 
power until it ceases, but there will be no break 
in it, and no change in its direction, which is 
uniformly from the positive to the negative pole. 
Points of ft i s important to recollect these points, for they 

distinction ± 

between constitute the chief physical distinction between 

the Vol- . _, r J . . 

taic and the Voltaic and the Faradaic — or, as it is sometimes 

Faradaic 

Currents, called, the induced current. This latter is not, 
strictly speaking, a current, but a rapid discharge 
or succession of momentary shocks, each perfectly 
distinct in itself, and separated by an appreciable 
interval of time from its fellows. 

In electrization, a source of electricity is of course 
necessary, and this is furnished by a cell or cells 
with contained elements and chemicals. Until 
quite recently it was impossible to get a portable 
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cell that remained always in order and ready for Voltaic 
use,* and I speak feelingly upon this matter, for 
from an early period of my electrical experience I 
have suffered much from batteries — from instru- 
ments " striking work" at the most inconvenient 
moment, and from spilling of corrosive acid upon 
fingers and clothing, to the detriment of both, and 
of temper too, I fear. The requisites of a portable Requisite 
battery are that it should be really portable, always Portable 
ready for use, and little liable to get out of order. 
Such batteries may be divided into two classes : 
firstly, those in which the elements are either 
lowered into the exciting fluid or the fluid is lifted 
to them, as in the instruments of Stohrer, Weiss, 
and almost all other makers ; and, secondly, those 
in which the elements remain immovable in their 
cells, and of these there are only two practically 
available, the Leclanche and the Gaiffe-Clamond, 
both patent, and both immeasurably superior to any 
of the first-named construction, for they admit of the 
cells being so nearly sealed up that no fluid can be 
spilt by any movement except turning the battery 
quite upside down ; while the somewhat common 
accident with batteries of the first-named construc- 
tion, destruction of the plates by leaving them in 
the acid, with its anything but agreeable result of 
an expense of some pounds, is obviously impossible. 

* Currents of electricity from large fixed batteries are most marked 
in their curative effects ; but patients are not always movable ! 
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THE VOLTAIC BATTERY. 



Voltaic Efficient cells are, however, but a first step to the 

Battery, perfection of electrical apparatus, and the mechanism 

* Fig. 1 . 




40-Cell Voltaic Battery. 
A. Guard preventing the lid being shut, unless the needle of the dial 
points to " ", and the instrument is out of action. 
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by which the current is brought into use and gra- The 
duated, and the general accessories of the instru- Battery, 
ment, are of at least equal importance. The details 
of construction of the instruments which I am about 
to describe, and which have been made by Mr. 
Hawksley, of 300, Oxford Street, have been de- 
signed by myself, and it is claimed for them that 
they place at the service of the busy practitioner 
a battery that with ordinary care (and no instru- 
ment will remain in order without this) may be 
kept upon his consulting-room table, always as 
available to his service as his stethoscope or 
ophthalmoscope. 

Mr. Hawksley constructs three kinds of bat- 
teries: — A Voltaic battery, with any required num- 
ber of cells, from 15 to 100 ; a Faradaic battery ; 
and a combined battery, uniting both Voltaic and 
Faradaic currents. 

The Voltaic Battery* has its cells arranged in the 

B. Cells shown by the removal of the compartmeut, H, for sponges 
and accessories. 

C. Bolt to secure the element board, which moves upon the hinges, D. 

D. D. Hinges of element board. 

E. Dial plate regulating the strength of the current. The needle, 
when the battery is not in use, should cover the stud, " 0," seen to 
its left. 

P. Commutator of the poles. The poles, N and P, are seen through 
holes cut in the element board. 

G. Key by which the current can be shut "off" or "on," without 
change of position of the conductors. It can also be used by vibrating 
it backwards and forwards as an " interrupter." 

I, I. Binding screws, to which are attached the conducting wires and 
sponge-holders, &c. 
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^e interior of a mahogany case, and in use they are 

Battery, hidden from view and from danger, but I now 
partially expose them by removal of the tray for 
holding the sponges and accessories. Their con- 
necting wires are brought across the under surface 
of the element board, which is made to move upon 
hinges that, when necessary, the cells may be exa- 
mined, but at other times this element board is 
held in position by a bolt, and it should never be 
needlessly disturbed. These wires conduct the 
current through the graduating dial, and the posi- 
tion of the needle of this dial determines from how 
many of the cells the electricity shall be allowed 
to reach the binding screws, and from them, by 
way of the conductors, sponge-holders, or elec- 
trodes, the body of the patient,* or whether it shall 

The Gal- * The Galvanometer as an aid to the Dosage of Electricity. — The dose of 
variometer voltaic electricity is made up of two factors, (a) the strength of the 
th a S current and (6), the time during which it is applied to the patient. The 

of Elec- strength of the current is directly dependent upon the number of cells 
tricity. employed, but, unfortunately, cells of dissimilar construction evolve 
currents of very unequal strength ; while cells that have been freshly 
charged are more powerful than similar ones that have been partly ex- 
hausted by use ; and, therefore, to speak of a current from " so many 
cells," though, practically, a convenient method of dosage, fails to 
convey any exact idea of a measured and unvarying quantity. It is a 
comforting theory to electro-therapeutists that a galvanometer will 
enable them to administer their doses of electricity with as much 
exactitude as we daily prescribe so many grains, or so many minims of 
ordinary medicines ; but, like some other theories which save us much 
trouble, when adopted as theories only, it fails us in practice (at least 
according to my experience), and chiefly so, because a galvanometer 
can be usefully employed only when it is included in the circuit of a 
continuous current, as, e.g., in aneurismal electro -puncture; and, I believe, 
I am within the mark in saying that electrizations, which even admit of 
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be entirely shut off, as is the case when the battery The 
is not in use, and when the needle stands at " 0."* Battery. 



its useful employment, are indicated in barely 5 per cent, of ordinary -p^e Gal- 
cases in electro-therapeutics ; and that it is of no practical utility, where vanometer 
we most want aid, in measuring, not the current which leaves the aa an aid to 
battery terminals, but that which, after overcoming the very variable t 5^ osage 
resistance of the human skin, really reaches the underlying muscular tricity." 
and nervous tissues, which, in 95 per cent, of our cases, we desire to 
influence, not by a constant, but by an interrupted voltaic current ; and 
the amount which really reaches these tissues depends largely upon the 
condition of the patient's skin, and, I may also add, upon the kind and 
shape of the conductor, and its degree of moisture, &c. ; and the 
operator will do well to graduate his dose of electricity by a considera- 
tion only of the three factors, number of cells, effect upon himself, 
and effect upon his patient, discarding entirely the use of any merely 
mechanical aids to graduation. 

I am induced to speak thus strongly because men of scientific re- 
putation have advocated the habitual use of the galvanometer, not 
alone by medical men trained to precision of observation, but by private 
pat ients as " enabling them to carry on the treatment at home with all the 
accuracy desriahle ! " The prospect of the ordinary patient provided with 
a battery, the use of which he is complicating by a galvanometer, is 
anything but reassuring to those physicians who not only prescribe 
electricity, but are themselves habituated in applying it — which, by the 
way, is a very different thing — and who have had frequent experience 
of the manner in which patients misunderstand, or fail in correctly 
carrying out, the most explicit directions. Electricity will be left in the 
hands of specialists, and necessarily do but a tithe of the good it is 
capable of effecting, until the mass of the profession can be induced to 
master the few preliminary details essential to its successful application, 

* Pig. 2. 




Graduating dial with needle at " ". 
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Voltaic When the needle points to any stud numbered on 
Battery. t ne ( ji a ] j ^ e num ber of cells marked on that stud 
are brought into action, and the needle is made 
just wide enough to touch one of the studs before 
it breaks contact with the preceding one, and thus 
the current may be increased or decreased in power 
without shock, and while the electrodes are held 

The Gal- anc ' ^ ^ ear ^ a * *^e suggestions that have been made — suggestions 
variometer which I believe to be entirely without foundation — that there exist 
asanaidto practical difficulties to its dosage, will tend to postpone rather than to 
fcheDoaage acce i era t e its more extended use. 

tricity. Should any of you desire to use a galvanometer, that patented by 

Sprague, of Birmingham, is the one most adapted for use in medicine. 
Electricity is a force, and as with other forces it has its standard of 
measurement. In mechanics we know that the power sufficient to raise 
one pound to the height of one foot is the basis of measurement. 
Similarly in electricity the unit of measurement is the force which will 
raise one gramme to the height of one metre, and the standard multiple 
of this was called a "British Association Unit," or shortly, a "B.A." unit, 
and it is now called an " Ohm " when used to measure the resistance 
offered to the current, and a " Veber" when used to measure the 
strength of the current itself. The ordinary galvanometer is founded 
on the principle that a magnetic compass needle has a tendency to place 
itself at right angles to a current of electricity, and the degree to 
which the needle is deflected is a measure of the quantity of electricity, 
but the angle of deflection is not proportionate to the current strength, 
and it differs in different galvanometers ; but in " Sprague's Galvano- 
meter" the dial is divided, not into degrees, but into divisions of 
thousandths of Vebers — divisions which were obtained by noting the 
deflections giveu by the needle with currents of known strength. I am 
indebted to Mr. Sprague for his courtesy in endeavouring to so modify 
his galvanometer as to render it available as a graduator of doses of 
interrupted voltaic electricity, but although he has not succeeded in 
doing this, he has constructed for me an instrument which, supposing 
that a battery be partially exhausted, will indicate with precision the 
absolute strength of say twelve of its cells as compared with twelve 
newly-charged cells, and also the condition of each individual cell, 
points often of much practical convenience in an Hospital Electrical 
Room. 
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applied to the patient ; but if it were not so made y^ taic 
a series of painful shocks would be communicated Batter y- 
whenever the current was increased or decreased. 
Should the needle, from forgetfulness, be left when 
out of use in any other position than at " 0," a 
guard upon the lid of the instrument prevents its 
being shut, and the operator has his attention called 
to his inadvertence. A voltaic alternative, or 
change of direction of the current, is sometimes 
required in treatment, and the commutator of the 
poles enables this to be accomplished without 
alteration in the position of the conductors. By 
pushing forwards or backwards the handle which 
moves a lever working below the element board 
the current is instantly reversed, and the alterna- 
tion of the letters " P" and " N" seen through 
holes cut in the element board indicates at once 
not only that there has been a change of poles, but 
which pole is at the moment negative or positive ; 
whereas in all previous instruments, when the 
poles have been changed, there has either been no 
letter marking them, or this letter has really been 
wrong, and one has had to remember this ; and 
under such circumstances, and examining patients 
in rapid succession, momentary confusion of the 
poles was very liable to occur, even to a practised 
operator. A key enables the current to be shut 
off or on without removal of the conductors. Dirt 
is a non-conductor of electricity, and the studs of 
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Voltaic ^e ^ a ^ must be kept clean with emery paper or 
Battery, plate-powder, as also the under surface of the 
needle, key, and binding screws, which unscrew to 
admit of removal. In the daily use of a battery 
the chief work is usually thrown upon the first 
half (say in a battery of forty cells, upon the first 
twenty-five), and various arrangements have been 
added to batteries by ingenious instrument-makers 
to enable the operator to vary his selection of the 
cells to be brought into use, and thus to relieve 
the first half of his battery, or, in other words, to 
equalize its work. But this unequal work ques- 
tion is more a theoretical than a practical evil ; for 
if the initial cells grow weaker a greater number 
can be placed in use. I have carefully studied all 
the proposed modifications, and have found in all 
of them the remedy worse than the disease, unless 
the graduating dial be doubled (an original sug- 
gestion of my own), so that the initial cells of one 
week may be made the terminal cells of the next. 

Mr. Hawksley constructs batteries, when desired 
with this double dial.* 

* Fig. 3. 




New form of Graduating Dial. 
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To recapitulate. The essentials of a medical Essentials 
Voltaic battery are — Medical 

a. A constant supply of electricity of sufficient Battery, 
quantity and quality. 

b. A means by which this electricity may be 
administered in measured doses. 

c. A means by which the direction of its cur- 
rent may be changed. 

d. A means by which it may be instantly dis- 
continued. 

The Faradaic, induced, interrupted, or electro- The 
magnetic current, is the third form of electricity current? 
employed in medicine. Faraday, as you will recol- 
lect, discovered, that if two metallic wires were so 
fixed as to be parallel and close to each other, but 
not to touch ; and that if then a current of Voltaic 
electricity were sent along the first wire, another 
current appeared in the second. This secondary 
or induced current, as it is called in contradistinc- 
tion to the current, the primary or inducing cur- 
rent sent along the first wire is only momentary, 
but it appears again for a moment when the first 
current ceases, but in a reverse direction. It is 
most convenient to wind these two wires round 
two reels, so as to form separate coils, and to place 
the primary within the secondary coil. Each 
single turn of the primary then acts not only on 
the parallel turn of the secondary wire, but on all 
the turns near it, and the power of such an ap- 
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Faradaic P ara tus is much greater than that which would be 
Current, obtained by the same lengths of wire running side 
by side in a straight line. Our two coils being 
thus arranged, we pass through our primary wire 
a succession of electrical currents, and in practice 
this is accomplished by connecting its extremities 
with a battery supplying a continuous current, 
which by an ingenious mechanism we frequently 
break or interrupt. 
The The Faradaic Battery.* — The cells of this instru- 

Faradaic t 

Battery, ment are similar in construction to those employed 
in the Voltaic battery I have just described, but 
they are of large size, and the amount of wire in 
the coils has been experimentally proportioned 
to their electro-motor power. By the movement 
of a key the instrument is put into or out of 
action ; and it is so constructed that the shutting 
of the lid also places it out of action. The pri- 
mary coil is fixed upon a pedestal, the secondary 
is movable, and can be lifted over or thrust away 
from the primary. The degree of action in the 
secondary coil being proportionate to the extent 
to which it is brought under the influence of 
the primary, this arrangement admits of the 
most perfect graduation of the current ; and it has 
been for some time in use in all well-constructed 
instruments. The innovation I have made con- 
sists in limiting the primary coil to its legitimate 
purpose of induction, and rendering the secondary 
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The 



alone available for application to a patient. I 

have been long satisfied that therapeutically the Battery. 



* Fig 4. 




Faradaic Battery. 
A. Cells shown by the removal of the compartment, B, for con- 
ductors and accessories. 
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The 
Faradaic 



distinction between the primary and secondary 
Battery. ca Q entirely consists in the greater tension of the 
current of the secondary coil enabling it to pene- 
trate easily several thicknesses of muscle, but there 
is no therapeutic indication that cannot be ful- 
filled by this secondary coil ; and at its lowest 
power I have frequently applied it to the conjunc- 
tiva. The rapidity of vibration of the interrupting 
hammer is varied by increasing or decreasing the 

C. Key by which the instrument is brought into, and put out of, con- 
nection with the cells, A, A. 

R. Guard which, by shutting the lid, places the instrument out of 
action, if the operator has inadvertently forgotten to do so. 

D. Screw regulating the pressure of a spring which modifies the 
vibration of the hammer, E. 

E. Hammer vibrating between the electro-magnet, F, and the point 
of a platinized needle regulated by the screw, G. 

P. Bundle of iron wires rendered an electro-magnet by the passage of 
the voltaic current from the cells, A, through the primary coil, K, 
within which this bundle of wires is inserted. 

G. Screw regulating position of a platinized needle. 

H. The graduator, a stem to which is attached the movable secondary 
coil, L. The front part of the case has been cut away in the engraving, 
to show the construction of the induction apparatus. 

I, I. Binding screws for attachment of the conducting wires, &c. 

K. The primary coil, fixed upon a pedestal. In the figure, the 
secondary coil, L, is wholly withdrawn from the action of the primary, 
and its strength of current depending entirely upon the extent to which 
it covers the primary, it is evident that the height which the graduator, 
H, stands above the element board (see page 21, Fig. 6) will exactly in- 
dicate this strength. 

L. Movable secondary coil. 

M, M. Binding screws for attachment of the pedal rheotome, N, for 
slow interruption. These interruptions are made by the pressure of the 
operator's foot upon the spring, P, but in practice they are very seldom 
wanted, and the fittings are only added to the instrument when specially 
ordered. 

O. A spring retaining the secondary coil, L, in any desired position. 
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distance between the point of the needle and the p^ adaic 
electro-magnet by the pi'otrusion or retraction of Batterv - 
the screw, . of which the needle forms the end — - 
that is, by increasing or decreasing the space 
through which the hammer passes in its vibration, 
and also by altering the pressure of its spring, but 
there is seldom therapeutic need for change of vibra- 
tion ; and unless this exists it is better not to alter 
the adjustment so long as the instrument acts well.* 
After considerable use the point of the needle, and 
the exact spot of the platinum disk of the hammer 
against which this needle impinges, become oxi- 
dized, causing weakening or stoppage of the current. 
This platinum disk has been constructed to rotate, 
and a hole has been drilled in its circumference, f 
By inserting a little lever furnished with the in- 
strument into this hole, the slightest twist given to 
the disk is sufficient to bring a new surface of 
platinum into contact with the needle point. This 

* A little care is needed to regulate the vibrating needle. The spring 
should but barely touch the hammer, the adjustment being almost en- 
tirely regulated by the protrusion or retraction of the needle by the 
action of its screw; and the slightest twist of this screw will be 
sufficient. When the vibration is uneven or stops, and careful manipula- 
tion of the needle fails to re-establish it, remove the needle and clean 
its point with emery paper, and if this does not avail, give the disk a 
slight turn with the lever, and bring a new surface of platinum into con- 
tact with the needle point. 

t Fig. 5. 



3 



The Platinum Disk and Lever. 
c 2 
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Faradaic w * u usually be all that is required, but, if not, the 
Battery. neec U e can b e unscrewed, and its point cleaned with 
emery paper. When in course of time the disk 
becomes dotted over with spots of oxidation, the 
screw fixing the hammer in position must be un- 
screwed, the hammer lifted out, and its surface 
similarly cleaned. 

Induction currents are also produced in coils of 
wire by the action upon them under certain con- 
ditions of a permanent magnet — as in the ordinary 
rotary magneto-electric machine — but these ma- 
chines may be discarded from our consideration, 
for they are uncertain in action, painful in applica- 
tion, and do not admit of exact graduation. 

An apparatus in which both currents are com- 
bined is extremely convenient if it is so constructed 
that either the Voltaic or Faradaic current can be 
brought to the same terminals, thus avoiding the 
trouble of changing the conductors — a point of the 
greatest possible convenience when examining 
patients for diagnostic purposes by both forms of 
electricity, either in succession or alternately. 
The In the Hospital Combined Battery* constructed 

Hospital . i-i 

Combined trom my designs, the two currents are thus umted, 
and its details are precisely similar to those of the 
separate batteries, with the exception of the Dial 
being furnished with an additional stud lettered 
Coil. When the needle points to this stud the 
current from the Faradaic coil is brought into 
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action ; when it points to the numbered studs, r f r he . , 

Hospital 

the cells numbered thereon as in my Voltaic in- Combined 

J Battery. 

* Fig. 6. 




Hospital Combined Battery. 
A. Guard block. C. Bolt securing element board. 

K. Tray for holding accessories. G. Key for interrupting current. 

E. Dial plate. M. Hammer. 
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strument, and when it points to " 0," both currents 
are shut off 

Other instruments, such as those of Stohrer and 
Weiss, are excellent, and were unsurpassed until 
the invention and improvement of the Leclanche" 
cell. But I might talk upon instruments for hours 
without exhausting the list ; and I have felt 
obliged to limit myself to a description of those 
I believe best fitted to our requirements ; but it, of 
course, must be understood that my further obser- 
vations will apply equally to currents of electricity 
furnished by any properly constructed and reliable 
apparatus. 
Acces- We have now brought the electricity to the 

the Bat- terminals of our battery, and we must next con- 
sider the best means of conveying it to the sponges, 
conductors, or, as they are generally termed, rheo- 
phores or current carriers, by which it is finally 
applied to our patient. Our first necessary ac- 
cessory is a conducting cord or wire, and it is of 
the first importance that this should really be 
what it is called — a conductor — for any fault or 
break of connection in it will, of course, nullify the 
best and most perfect battery. It must also be 
sufficiently pliable, and be insulated by being coated 

F. Commutator of the poles. N. Electro-magnet. 

I, I. Binding screws for conducting R. Screw regulating position of 

wires. needle. 

L, L. Hinges of element board. D. Screw regulating spring of 

H. Graduator of coil. hammer. 
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with some non-conducting 1 material that the Cunduct- 

° ing Corda. 

electricity may not escape from it to any con- 
ducting substance with which it may accidentally 
come into contact. The conducting cords sold by 
instrument-makers are sometimes not insulated at 
all, and then they are quite useless, but they are 
more commonly composed of several strands of 
metallic wire of about the diameter of sewing 
thread, the whole enclosed in some silken or woollen 
material, and nothing can be better than these 
latter when quite new. Their disadvantages are 
that they become frayed after a little use, and are 
liable to be constantly out of order, causing in- 
terruptions in the current, while they will only fit 
one kind of machine. I have had endless trouble 
with them ; and for some years I have used 
nothing but thin copper wire, coated with gutta 
percha in the same way as that known as " tele- 
graph wire." This is perfectly insulated, suf- 
ficiently pliable for all practical purposes ; it is 
cheap, and can be made to fit any sort of con- 
nection. Its one disadvantage is, that it is liable 
to break at the point where it is received into the 
terminals of the battery, or the screw socket of 
the rheophore. Should this happen, all that is 
necessary is to scrape off the gutta percha coating 
with a pocket knife for an inch from the broken 
end, by which we get practically a new conducting 
cord. 
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We have now considered fully the birth and 
parentage of medical electricity, and we have con- 
ducted it to within almost a hair's breadth of our 
patient. The various methods of applying it will 
be considered in our next Lecture, which I trust, 
Gentlemen, to render more interesting ; but the 
dry details we have been discussing are, I assure 
you, essential as a secure foundation for a prac- 
tically useful survey of electro-therapeutics. 



LECTURE II. 

methods of applying electricity. 

Gentlemen, 

In our first Lecture we studied the dif- R&unu? of 
ferent kinds of electricity employed in medicine, ture. 
and the construction and management of batteries. 
I reminded you that we made use of three kinds 
of electricity. Firstly, of friction or static elec- 
tricity, Franklinism ; secondly, of the electricity of 
chemical action, Voltaism ; and, thirdly, of induced 
electricity, Faradism. That there were certain 
difficulties in the employment of Franklinism, and 
that it was little used but by specialists ; that 
Voltaic electricity was electricity in motion, or 
current electricity, but that while its current (un- 
less artificially interrupted) was always continuous — 
flowing, that is, in an unbroken stream — and from 
the positive to the negative pole, until the battery 
was exhausted, it by no means followed that it was 
constant, that is, that it did not vary appreciably 
in power during application ; that only batteries 
supplying a fairly constant current were fitted for 
medical use, and that all others should be rejected. 
We then considered different batteries, both fixed 
and portable ; that while large fixed low tension 
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FirstTec- batteries were unquestionably superior in their 
ture ' therapeutic effects, patients unfortunately were not 
always movable, and that a portable battery be- 
came, therefore, a sine qud non; that portable bat- 
teries might be conveniently divided into two 
classes, one in which electricity was generated by 
the elements being immersed in an exciting fluid 
only during actual use, and being taken out of the 
fluid immediately after use ; and the second that 
in which no removal of the elements was necessary, 
and that these latter were, in practice, immeasurably 
superior to any others ; that the Voltaic current 
was graduated into doses by some arrangement 
determining the number of cells to be employed 
in each case, but that this method, while prac- 
tically useful and sufficient, failed to convey an 
exact idea of a measured and unvarying quantity 
of electricity ; and that it had been contended that 
by the use of a galvanometer, doses of electricity 
might be as accurately administered as so many 
grains or minims of ordinary medicines, but that, 
perfect as the theory might be, I had personally 
failed to obtain help in practice from a galva- 
nometer ; that next in importance to a method of 
dosage, was it to be able to instantly change the 
direction of the current, or to at once turn it 
"off" or " on," in addition, of course, to the funda- 
mental requisite of a continuous supply of elec- 
tricity of sufficient quality and quantity. 
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We next considered the induced or Faradaic 5*"*"i? o£ 

iirst Lec- 

ctirrent, so-called, which I reminded you is not a ture - 
current at all, but a rapid discharge or succession 
of those momentary shocks, each perfectly distinct 
in itself, and separated by an appreciable interval 
of time from its fellows, which Faraday discovered 
to be generated or induced by a Voltaic current 
flowing along a wire in other wires parallel to, 
but separated from, the first wire ; that by winding 
the two wires upon two movable reels and in- 
troducing one within the other, not only might 
these secondary currents be multiplied indefinitely 
in proportion to the number of spirals of wire, but 
by introducing or withdrawing the one from within 
the other an exact method of graduation was af- 
forded us. I pointed out to you that there was 
no therapeutic distinction between the so-called 
primary and secondary currents, and I recom- 
mended you therefore to use only the currents of 
the secondary coil. I then showed you - the 
construction of Faradaic instruments, and of 
instruments combining both Voltaic and Faradaic 
currents, and our survey was completed by a con- 
sideration of the different varieties of conducting 
wires or cords, and my recommendation of thin 
gutta-percha covered copper wire as generally 
superior to any other form. We have to-day to 
study methods of applying electricity, and to learn 
how to use the instruments, with the construction 
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RrTiLc- an< ^ properties, of which I trust you are now 
ture - familiar ; and, Gentlemen, it is well worth your 
while to have obtained this knowledge, for its 
possession will not only enable you to readily 
rectify any faults in the working of your batteries, 
but the necessity of sending them to the instru- 
ment-maker may be often avoided. 

Voltaization and Faradization may both be ap- 
plied either generally — as in the different forms of 
electrical baths — or locally, 
catton of A- convenient method of applying electricity, 
tr'cit when very strict localization is not required, is to 
insert the feet and hands of the patient, or one 
foot and one hand, as the case may be, in separate 
vessels containing tepid salt and water, with which 
the conducting wires of the battery are in contact, 
the current being allowed to circulate during the 
time required. Ordinary foot-pails, basins, or 
jugs, will fulfil every requirement ; while thick 
telegraph wire answers well to connect the battery 
with the vessels of water, as it is little liable to 
break and wears well. A variety of the constant 
current (originated by Dr. Radcliffe) is very 
readily applied in the way just described, with 
the addition only of some means of insulating the 
patient and the accessories, and of a length of 
ordinary uninsulated copper wire. Dr. Radcliffe 
believes that an administration of positive Voltaic 
electricity, somewhat analagous to the charge of 
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Franklinic electricity, is frequently beneficial. He p^ 11 ^ 6 ' 8 
insulates the patient and the accessories, and charge. 
having connected the negative pole with the earth 
by a wire which he calls a " ground- wire," he 
allows the current to pass. With careful insula- 
tion the negative electricity passes away by the 
wire, and while the current circulates the patient 
continues " charged" with positive electricity. 
There must be two wires from the negative pole, 
one to be applied, as well as the positive, to the 
patient, and the other taken "to earth." This 
latter may be conveniently attached to a chan- 
delier or gas pipe, which always gives a direct 
metallic conduction to the ground. A perforated 
vulcanized indiarubber mat, or a sheet of gutta 
percha, or a glass-legged stool can be employed to 
insulate the patient and the accessories. 

There is another generalized application which The Eiec- 
° Till tric Bath - 

has been much advocated, and remarkable state- 
ments have been put forth, not only of its curative 
power in almost every disease, but also of its 
purely physical and chemical effects — I refer to 
that by " Electric Baths," several establishments 
of which exist in London, but you need not send 
your patients to them. You can teach them how 
to take an electric bath in their own bed or bath- 
room. A bath sufficiently large for the patient to 
recline in it should be insulated by glass supports 
four stout tumblers will do very well), and filled 
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T ^ e B^th" witl1 water at a temperature of 95 to 100 degrees. 

A metallic plate in connection with one pole may 

be inserted at the head, and a second plate in 

connection with the other pole at the foot of the 

bath. The patient should be protected from direct 

contact with either plate by sitting upon a wooden 

framework. With a sufficiently powerful current, 

a portion of the electricity will pass through the 

body of the patient reclining thus between the 

poles. Another method is to connect the water 

with one pole, and for the patient to grasp in his 

unimmersed hands a copper bar covered with wet 

flannel, and in connection with the second pole of 

the battery ; or a conductor from this second pole 

may be held almost, but not quite, in contact with 

any part of the body immersed in the water. 

Either the Voltaic or Faradaic current may be 

used. Ordinary water with the Faradaic current, 

but salt and water with the Voltaic. 

General Another more generalized application is that 

fion adlZa introduced by Beard and Rockwell, under the name 

of " General Faradization." The patient sits with 

his naked feet upon a sheet of copper connected 

with one pole, while the other pole is connected 

by a moistened sponge with the left hand of the 

operator, who passes his disengaged hand, slightly 

moistened, over the muscles of the patient, and 

sometimes over his whole body. The current, I 

need hardly say, passes through the body of the 
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operator before it reaches the patient, and the p 6 ^*^ 
sensation he feels is his chief guide to its gradua- vacation. 
tion. Another general applica'tion is the " Cen- 
tralized Galvanization " of the same authors, in 
which their object is to bring the whole central 
nervous system under the influence of the Voltaic 
current. They place one pole — usually the nega- 
tive — at the epigastrium and pass a large 
moistened sponge from the positive pole over the 
forehead and top of the head, along the inner 
border of the sterno-mastoid, from the stylo- 
mastoid fossa to the sternum, and down the entire 
length of the spine, from the nape of the neck 
to the sacrum. The brain, sympathetic and spinal 
cord, and the pneumogastric nerves are thus sub- 
mitted to the influence of the current. 

But the great majority of cases require — not a ™ oa S^ 
generalized, but a strictly localized application, tion - 
and for the fundamental principles of all methods 
of localized electrization we are indebted to the 
late Dr. Duchenne (the " father of electro-thera- 
peutics"), for before him no one had attempted any 
local application of electricity that could properly 
be so called. Indeed, to Duchenne may be fairly 
ascribed the very birth of medical electricity as a 
branch of therapeutics, and in the true and kindly 
words of the Lancet, when announcing his death : 
— " No field of work was ever seized upon with 
more eagerness ; ever cultivated with more ear- 
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Eiectrfza* 1 nes tness ; or perhaps ever made to yield a better 
tion. harvest than that which the discovery of induced 
electricity placed at the disposal of the man whose 
genius was the first to recognise, and his talents 
to secure, the opportunity it afforded Taking 
his work at its lowest estimate, he was a man to 
whom medical science owes a large debt of grati- 
tude, and whose memory deserves a warm tribute 
of regard." Duchenne's two test experiments, 
demonstrating the fundamental principles of his 
method, I will now repeat upon the posterior 
surface of my left fore-arm. I propose to arrest 
Faradism in the skin, without allowing it to stimu- 
late the subjacent muscles. To do this it is 
necessary for the skin to be quite dry — moisture, 
as you know, being a conductor of electricity — 
and to make sure of sufficient dryness, I sprinkle 
the skin with a little starch powder. I now apply 
to the dry skin the dry metallic conductors of an 
induction instrument in action. I am afraid you 
cannot see, Gentlemen, the small sparks produced 
as the two electricities combine upon the cutaneous 
surface, or hear the slight crackling sound produced, 
but you observe no muscular contraction, and what 
I feel is a superficial and evidently cutaneous 
sensation. I now replace the dry conductors by 
well-moistened sponges. You observe that I have 
not altered the power of the current, but that 
there is energetic contraction of the extensor 
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muscles. This is quite involuntary, and is due to Localized 
the electric irritation of the branches of the motor tion. 
nerves. It follows from these experiments that 
we may, at pleasure, arrest electricity in the skin, 
and that without puncture or incision we may 
make the current traverse the skin, and concen- 
trate its action upon subcuaneous organs. It was 
at one time objected that the muscular contrac- 
tion was the result — not of irritation limited to 
the muscle or its motor nerves — but of reflex 
action; but Duchenne demolished this objection 
by a vivisection. Having removed the skin from 
the face of a living rabbit — to whom chloroform 
had been administered — he divided the facial 
nerve of one side only, in order that the muscles 
supplied by it might be cut off from all connection 
with the cord. He then applied electric excita- 
tion to each muscle of the face, alternately, on the 
two sides. The muscles contracted separately 
and equally on both sides. He then destroyed the 
brain of the same animal, in order to place the 
cord in a condition favourable to the production 
of reflex action, and again excited the muscles as 
before. The results were absolutely the same.* 

Muscular electrization may be produced either — 
as I have just shown you — by placing the con- 

* See Duchenne (de Boulogne) "On Localized Electrization and its 
Applications to Pathology and Therapeutics" (English Edition). Parti., 
pp. 38-40. London : Churchill. 

D 
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tion. 
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phores. 



EkcS- ductors u P on the muscle itself, a procedure termed 
director intra-muscular electrization, or by exciting 
only the motor nerve trunk, which is termed indi- 
rect, or extra-muscular electrization, and which we 
shall consider presently. 

For direct excitation of the larger muscles it is 
convenient to use well-moistened sponges, con- 
tained in cylinders of different sizes, or metallic 
disks, covered with wet leather and having conve- 
niently-shaped handles. A useful size of cylinder 
is one such as this,* having a depth of about 
\\ by \\ inches, which allows the sponge to fairly 
fill it, while in such forms as this — 6 inches by 1 — 
when the sponge is inserted the lower three- 
fourths of the cylinder is empty, and the conduc- 
tion of the current liable to become imperfect. 



* Fig. 7. 




Cylindrical Sponge-holder. 
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Such a cylinder as this, without any insulating Different 
handle at all, is worse than useless, and is a still Rh eo 8 - 
persisting relic of the barbarous time when the p ores ' 
patient was invariably electrized by causing him 
to hold the conductors one in each hand, a pro- 
ceeding extremely dangerous in certain patholo- 
gical conditions, and in other cases not likely to be 
of benefit to him. The insulating handles should 
be well-hollowed out, that they may be used, lying 
comfortably between the fingers, when holding two 
in the same hand. The disk rheophore,* a metallic 
button covered with wash-leather, is extremely 
useful, it has the advantage over the sponge of 
allowing firm pressure to be made without the 
inconvenience of water being squeezed out, while 
by using its edge it may be made to answer in the 



* Fig. 8. 




Metallic Disk, covered with Wash-leather. 

d2 
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Sna" -6 ?* ma J or ity of cases for a pointed conductor, which is 
Rheo- fitted chiefly for application to very small muscles, 
such as the interossei and some of those of the 
face. The wire is attached to the conductor by being 
screwed into the socket (See a, Fig. 8). A conduct- 
ing cord is very apt to get frayed at the point of 
juncture, and that the wire which I recommend is not 
open to this objection is not the least of its ad van- 
Direct tages. In direct electrization the rheophores should 

Electnza- ° . r 

tion. be firmly pressed down upon all points of the surface 
of the muscle, that all of its fasciculi may be 
equally electrized. With the Faradaic current it 
is convenient to apply the rheophores, held in the 
same hand* for from twenty to thirty seconds, to 
every part of the surface of the muscle, or group of 
muscles, promenading them as nearly as may be in 
lines from the origin to the insertion of the muscles. 
If the rheophores are not held in the same hand 



* Fig. 9. 




Method of holding Sponge-holders with Sponges inserted. 
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care should be taken to keep them near to one Direct 
another, for the tension or penetrating power oftion° 
Faradism is so great, that without this precaution 
there will be liability to excite reflex action. With 
the interrupted Voltaic current this liability does 
not exist, and a better plan when using it is to 
hold the sponge from the positive pole stationary, 
near to the origin of the muscles, and to stroke 
or paint as it were the entire muscular surface 
with the sponge from the negative pole, gliding 
it in lines from the position of the positive. In 
using the constant Voltaic current both sponges 
must be held quite immovable, and so applied it 
differs altogether in its effects from the very same 
strength of current interrupted by moving the 
conductors. I will demonstrate these different 
applications upon the extensors of my left 
wrist and fingers — Faradism — Voltaism — Constant 
Current. 

Indirect, or extra-muscular electrization, next indirect 
claims our attention. You will recollect that it is tion. 
produced by acting upon the special nerve trunk 
and its branches, instead of by placing the rheo- 
phores upon the muscle itself. We may thus call 
a motor nerve into action without affecting the 
cutaneous nerves, and with a minimum of power of 
current, and necessarily a minimum of sensation 
which hardly ever need amount to actual pain. 
This method is preferable, therefore, in cases where 
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indirect we d es [ re to produce muscular contraction and as 

Electriza- r 

tion - little sensation as may be, and again when the 
sedative influence of the constant Voltaic current 
is required to be localized in any special nerve. 
In its application it is convenient to place a good- 
sized sponge connected with one pole upon an 
indifferent part of the body, such as the sternum, 
and to apply a pointed conductor from the second 
pole directly over the course of the nerve it is 
desired to act upon. Speaking generally, these 
motor points as they are called may be selected by 
reference to a good anatomical plate, but only 
approximately, for we know that it is common to 
find variations in the course of the nerves and in 
the mode of their distribution among the muscles, 
and this being so, it is well when we propose to 
act upon a motor or mixed nerve (which is not 
paralyzed), to make sure that we are localizing the 
current in it by producing for a moment the con- 
traction of its muscles and then marking the spot 
by touching it with a pencil of nitrate of silver. 
This, of course, is only necessary where in our sub- 
sequent electrization we do not wish muscular 
contraction, as in the treatment of neui-algia.* I 

* It is often of imperative importance in the administration of the 
Import- "constant" current that we should really localize it — not in name only, 
ance of DU t in fact — in some special nerve ; and this is not always quite so easy 
exactitude j n p rac tice as in theory. To secure the result we desire, we must see 
terms a tuat; tae cora or w ' re ^ TOm tne terminals of the battery to the electrodes 
constant is without flaw; that the electrodes are well-moistened and placed firmly 
current. ; n (, ne position determined upon; and especially that they are held 
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will demonstrate indirect electrization by Faradiz- indirect 

J Electriza- 

ing the median nerve in my left forearm above the tion. 
wrist, and before it passes beneath the annular 
ligament of the carpus. It lies a little below the 
surface, between the tendons of the flexor carpi 
radialis and palmaris longus. You observe that 
its muscles powerfully contract and oppose the 
thumb to the other fingers, at the same time 
abducting it. There occurs also a slight flexure 
of the first phalanges of the index and middle 
finger. Professor Ziemssen in his work on Medical 
Electricity has published some extremely accurate 
plates of the motor points of the body, and I have 
grouped together the more important of them in a 
chart or map for convenient reference. * Ziemssen's 
method of procedure was to find out experi- 
mentally the points where the application of elec- 
tricity most readily produced muscular contraction. 
He then marked these points with coloured chalk, 
and after a sufficient number of trials with nitrate 
of silver. Photographs of the parts thus marked 



quite immovable during the entire application, for if not maintained Import- 
immovable, we shall be using not a "constant" but an " interrupted" anceo * 
current with totally dissimilar physiological and therapeutical effects ! inadmjnjg. 
We must satisfy ourselves that the current from our battery is also tering a 
constant, and that we so apply it to our patients that the affected nerve constant 
shall be — as it is called — included in the circuit — that is, between the curren ■ 
poles, and that the current circulates through this nerve as perfectly and 
continuously as it would through a piece of wire connecting the terminals 
of the battery. 

* Published by Churchill. 
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indirect were taken and afterwards transferred to the wood 
tion. blocks. These figures may therefore claim to be 
true to Nature, although they may not be abso- 
lutely correct for every individual. Ziemssen veri- 
fied their approximate exactitude by following the 
course of the nerves very accurately in the dis- 
secting-room and observing their points of entrance 
into, and their course within, their muscles, with 
constant reference to the surface of the body; but 
he was not completely satisfied until he had deter- 
mined the motor points upon the skin immediately 
after death, and before the reaction to electricity 
had disappeared, and submitted these points to 
the scalpel. The results of the three methods 
coincided perfectly. 
Cutaueous We will next consider cutaneous electrization. 

Electriza- 
tion. I have already shown you that when the skin and 

the conductors are both quite dry, a Faradaic 
current of moderate power (and practically this 
form of electricity is always employed in cutaneous 
electrization) does not penetrate the skin, but is 
localized upon its surface. There are three 
methods of applying cutaneous Faradization — the 
method that we employed — that of " Metallic Con- 
ductors ;" the "Electric Hand," as it is called, in 
which the operator having applied one conductor 
to some little sensitive part of the patient's body, 
holds the second in his left, and passes the back 
of his right hand over the points he wishes to 
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excite, these points of the patient's skin and the S°^f ? 011S 
back of his hand being dry, and sprinkled with ab- tion - 
sorbent powder ; and the " Wire Brush," a brush of 
metallic wire, which replaces one of the conductors, 
and which is moved over the skin. With a strong 
Faradaic current this wire brush becomes the most 
powerful of all the excitants of the skin which do 
not disorganize its structure ; in fact it was proposed 
by some scientific parliamentary philanthropist as 
a substitute for flogging in the navy, and I have no 
doubt that more intense pain may be produced by it 
than by any application of the cat, however well laid 
on ! The methods of electrizing internal organs need Eiectriza- 
not detain us long. — The rectum and muscles of internal 

° Organs. 

the anus may be electrized by introducing into 
the rectum the rectal rheophore, a metallic stem 
insulated by gum elastic, and moving it over the 
internal surface, bringing it also into contact with 
the levator and sphincter ani. A well-moistened 
sponge connected with the other pole may be 
applied to the abdominal muscles or to the neigh- 
bourhood of the anus. The rectum must be first 
freed from faecal matter. The bladder is most 
readily electrized by the introduction into the 
rectum of the rectal rheophore, and into the 
bladder — previously emptied — of a curved metallic 
sound insulated by an elastic catheter to within an 
inch of its vesical extremity. This sound must 
be brought into contact successively with all points 
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Eiectriza- f the neck of the bladder. The uterus by the 

tion of J 

internal introduction of the rectal rheophore, connected 

Organs. 

with one pole, to the os uteri, and by the applica- 
tion of two sponges from the other pole, one to 
the abdominal parietes, the other to the lumbar 
region. The larynx, externally by one sponge to 
the nape of the neck, and the second to the 
exterior of the larynx ; or, internally, a sponge to 
the neck as before, and the introduction by the 
aid of the laryngoscope of a small bit of sponge at 
the end of a curved metallic stem, insulated by a 
gum -elastic catheter, the current not being allowed 
to pass until it is seen by the laryngeal mirror 
that the sponge is in the desired position. The 
male genital organs by moist rheophores to the 
scrotum over the testicle. 
Eiectriza- In electrization of the central organs of the 

tion of the . _ . . 

Central nervous system, the Voltaic current is alone used, 
and in its application to the brain, the sympa- 
thetic nerves, or the organs of the senses, especial 
circumspection must be employed. As a general 
ride it should not be had recourse to when central 
excitement is contra-indicated, and in all cases the 
minimum dose should be commenced with, and the 
application discontinued upon the occurrence of 
giddiness, nausea, or cerebral symptoms. With 
these precautions the brain may be electrized by 
well-moistened sponges applied to each mastoid 
process, to each temple, or to the frontal and 



Organs. 



ELECTRIZATION OF THE CENTRAL ORGANS. 43 

occipital protuberances. The sponges must be ^J, ect ^' 
held immovable. To galvanize the superior Central 

1 Organs. 

cervical ganglion of the sympathetic, one electrode 
of small size must be deeply pressed into the 
auriculo-maxillary fossa, and the other with a 
good-sized sponge applied over the sixth or seventh 
cervical vertebra, or to the manubrium sterni, 
close to the border of the sterno-mastoid. The 
spinal cord may be electrized by keeping one 
sponge, usually the positive, stationary, and mov- 
ing the other up and down by the sides of the 
vertebra?, or one pole may be applied to the spine, 
and the other held to a nerve or muscle. The 
retina by a moistened conductor to the closed 
eye, and the second to the temple or to the mas- 
toid process of the same side. The auditory nerve 
by one conductor tipped with sponge and inserted 
to the bottom of the meatus, the second being 
held in the hand of the opposite side ; or the 
meatus may be filled with tepid water, and a 
metallic wire traversing the axis of a vulcanite 
tube may be immersed in the water, the second 
conductor being a well-moistened sponge to the 
nape of the neck. Direct application to the ocular 
muscles, or to the conjunctiva is usually inadmis- 
sible, but one pole may be placed over the facial 
nerve below the ear, and the other applied to the 
closed eyelid, or the operator may use the fore- 
finger of his right hand, covered by a finger-stall 
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tiono"th °^ we ^ l men as an electrode, passing the current 
Central through his own body by holding a moistened 

Organs. ° J , J a 

sponge from one pole in his left hand, the conduc- 
tor from the second pole being similarly held in 
one of the hands of the patient. This applica- 
tion is not only convenient, but it is calculated 
to allay the fears of a sensitive patient, or a 
pointed conductor, covered with wet leather, may 
be connected with one pole, and its point held 
immovable and firmly pressed down upon the 
orbital margin, as near as possible to the position 
of the muscle it is desired to excite, while the 
patient touches at intervals the sponge from the 
second pole held by its insulating handle in the 
operator's disengaged hand. 
Electro- The chemical action of a continuous Voltaic 

lysis 

Needles, current is sometimes useful in the removal or dis- 
persal of tumours, and in the consolidation of 
aneurisms, one or more needles being introduced 
into the tumour, and connected with a Voltaic 
battery. I shall discuss this subject in our next 
Lecture, but I have here some of the most generally- 
useful needles,* and I have had made for them 
holders with eyelet holes for the attachment of 
conducting wires which render the operator inde- 
pendent of special conducting cords, for with a 
coil of insulated wire and a pocket knife he can 
fit up his needles in a few minutes in any way 
best adapted to his proposed operation. 
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Having now considered the more generally-use- Precau- 
ful methods of application, it may perhaps not be mode of 
out of place to remind you in concluding this part tion. ' C ' 
of our subject that certain precautions are neces- 
sary to be observed. We must keep constantly 
before our attention that we are prescribing or ad- 
ministering an exceedingly powerful remedy, and 
with all new patients we should commence with a 
minimum dose, watch its effect, and if we need to 
increase it, do so gradually — e.g., muscular con- 
traction being sought we must use the power just 
sufficient to produce it and no more — and so on 
with other applications ; and it is especially neces- 
sary to use care in applying the Voltaic current to 
the face, neck, or any part of the head. Duchenne 
blinded a patient by suddenly applying a current 
from 40 cells to the facial muscles, and he had the 

* Fig. 10. 




Electrolysis Needles and Needle-holders. By pressing the spring 
side B, the holder opens as shown in C, to grasp the needle D. The 
wire is twisted into the evelet hole A. 
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Precau- candour to publish his misfortune. Sudden ap- 

tious in - 1 x 

mode of phcations and sudden cessations should especially 

AppllCel" 

tion. be guarded against. The cessation shock can, of 
course, only occur in cases where the conductors 
having been held immovable, and the current 
gradually increased, one or both of them has been 
abruptly, and it may be inadvertently, removed ; 
and I have known a patient so frightened by such 
a cessation shock as to decline further treatment. 
The negative pole of a Voltaic battery will, if fre- 
quently applied to the same spot, soon cause a 
sore, and to avoid this the point of application 
should be slightly varied occasionally ; and let me 
impress upon you, Gentlemen, the importance of 
always testing electricity upon yourselves before 
applying it to a patient. Use as many galva- 
nometers, or so-called "instruments of precision," 
as you like, but use in addition the back of your 
left hand as a convenient approximate test for the 
Voltaic, and your thumb muscles for the Faradaic 
current, except when about to apply electricity to 
your patient's head or face, and make it then an 
invariable rule to first apply to your own face the 
same strength of current you are about to ad- 
minister to your patient's. If you authorise your 
patient to have treatment carried out at home im- 
press this rule upon whosoever electrizes him. 
Under such circumstances it is especially impera- 
tive, for there is great belief, even with educated 
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persons who ought to know better, that the benefit p recau- 

° tions in 

derived from electrization is in exact proportion to m0(le of 

. . . . Applica- 

the pain given by it, and a little personal experience ti ° n - 
is a very wholesome corrective to such a notion. 
Graduate your dose, then, by the number of cells 
employed checked by testing its effect, and do this 
upon each application, for there is no certain means 
of securing that the strength of either a Voltaic or 
a Faradaic current shall not have varied from day 
to day. We have now studied, Gentlemen, medical 
electricity, electrical instruments, and methods of 
application. In our next and concluding Lecture 
I propose to discuss the assistance that electricity 
offers to us in diagnosis, prognosis, and treatment. 



LECTURE III. 

electricity in diagnosis, prognosis, and 
treatment. 
Gentlemen, 
Diagnosis. ® ur ^ rs ^ *' w0 Lectures were devoted to a 

consideration of electrical instruments ; the dif- 
ferent varieties of electricity ; and the most ap- 
proved methods of applying them in therapeutics. 
To-day we have to study their uses hi diagnosis, 
prognosis, and treatment. 

The chief use of electricity in diagnosis is de- 
pendent upon its power of evolving muscular con- 
traction. We have seen — as I demonstrated to 
you upon my left forearm — that both muscles and 
nerves, when in a normal condition, respond to the 
Electro stimulus of electricity. In disease this response, 
Contrac or irritability, may remain unaltered, or it may be 
increased, decreased, or abolished ; and our first 
step in electro-diagnosis should therefore be to as- 
certain the exact condition of electro-contractility. 
As in practically almost all our cases we have to 
do with altered reaction existing only in one nerve 
or muscle, or in one of two symmetrical groups of 
nerves or muscles, we possess a ready means of 
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testing irritability by ascertaining its relative con- 
dition upon opposite sides of the body, as, for 
example, in an ordinary case of hemiplegia. In 
examining such a case electrically — and the prin- 
ciples of procedure are the same in all cases — it is 
convenient to commence our investigation with the 
Faradaic current, and to ascertain the lowest power x ea t of 
which will call into action any one of the muscles contrac- 
of the healthy side, and then to apply this same tlllty ' 
strength of current to identical points of the cor- 
responding muscle on the diseased side, noting 
whether it causes contraction. If so, we decrease 
the power of the current, when if contraction still 
occurs there is increased irritability, or vice versa, 
as the case may be. Having ascertained the con- 
dition of the muscle we proceed similarly to test 
its motor nerve, for we shall see hereafter that in 
certain diseased conditions muscle and nerve 
irritability are affected unequally. One conductor 
being held to an indifferent part of the body we 
apply a fine-pointed conductor to the most super- 
ficial point in the course of the nerve, in the way 
that, as you will recollect, I electrized my left median 
nerve. We next submit the muscle and nerve to Test of 
similar examination with the Voltaic current. Contraa- 
Holding both conductors immovable, we interrupt u lty ' 
the current for a moment by moving the " key" of 
our battery, or if it is not provided with a key, 
while one conductor is stationary, we break the 

E 
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Precau- current by lifting and reapplying- the other. It is 

tions m J ° i. r j o 

mode of essential that on both sides there should be exact 

Applica- 
tion similarity in the application, and that the electrodes 

should be placed on identical points of the muscle, 

and this is especially important with the Voltaic 

current, for healthy muscle responds to it more 

readily when it flows down the limb, that is, with 

the positive pole nearest to the spine, and the 

negative farther from it than when it flows up, and 

consequently a reversal of the j)oles w iH influence 

the result. In testing a case in which there is 

equal disease upon both sides — as in some cases of 

paraplegia — we must be guided by a knowledge of 

the strength of current usually required to induce 

Rule for contraction. As a general rule, unless a current 

Current, that causes energetic and painful action in the 

muscles of the ball of the thumb produces some 

contraction, irritability is impaired. If, in our 

examination of the muscle, we find irritability 

normal to both currents, we have proof of the 

integrity of the muscular tissue. If the muscle 

also responds by contraction to electrization of its 

nerve, we have further proof that the nerve is 

Frritebi- healthy, and also the spinal cord at the point of 

ished imm ' 0I "ig m °f the nerve. If we find the irritability 

lessened, there is disease of either muscular tissue, 

nerve or cord ; and, as a rule, this will be in direct 

proportion to the amount of diminished irritability. 

Increased irritability points to increased vascularity 
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or irritative lesion ; but in such cases we very Eiectro- 
seldom require the aid of electricity to complete nty L- 
our diagnosis. The reactions of Faradism and ° rease ' 
Voltaism are usually equal, but in some cases in 
which muscular response to Faradism is diminished 
or abolished the muscular reaction to an interrupted 
Voltaic current is not only preserved but increased. Voltao . 
The diseased muscle will respond much more J. rrit . abi - 

1 lity m- 

readily to the Voltaic current than the corre- creased - 
sponding muscle of the healthy side ; while at the 
same time it will be found on examining: the nerve 
that there is equal diminution to both currents. 
This increased muscle reaction is due to the special 
irritability of muscular tissue, and is quite inde- 
pendent of any nerve influence.' It exists only in Diagnosis 
peripheral and never in central lesion, and by it pherai 
we obtain an absolute diagnosis of such cases as Central 
local paralysis of the facial nerve from facial 
hemiplegia, paralysis of the extensors of the wrist 
and fingers, due to lead poisoning, from commencing 
muscular atrophy, or progressive muscular atrophy 
from paralyis from section of a nerve — all important 
questions as affecting treatment. It is known as the 
" degenerative nerve reaction," as it always follows 
when a nerve trunk is involved in the lesion. 
There is then diminution of Faradaic irritability 
through both nerve and muscle, diminution of re- 
action to the Voltaic current when the rheophores 
are applied over the nerve, and increase of reaction 

e 2 
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generative wnen they are applied over the muscle; but there 
Nerve Re- } s n o relation between these interesting variations 
in the electrical condition of nerve and muscle, 
and the degree of paralysis to the will, for there 
may be perfect muscular paralysis, as in hemiplegia, 
when the electrical condition of both nerve and 
muscle is unchanged; but, on the other hand, in 
muscles equally paralyzed we may find absolute 
electrical changes in some, and none in others. We 
may often positively predict that these latter will 
rapidly recover — one instance of the use of 
electricity in prognosis. 

After long disuse of healthy muscles a slight 
degree of diminution of electric irritability may 
sometimes be present, but this is always restored 
by two or three Faradizations, and its existence 
is hardly likely to present any difficulty in diag- 
nosis. With this qualification we find that in 
Central paralysis from brain disease electric irritability is 
Paralysis. n ormal, except when irritative lesion is present, 
and then it is increased. In paralysis from disease 
Spinal of the substance of the cord irritability is di- 

Paralysis. _ # p . , . , 

minished, and this will sometimes aid us in the 
diagnosis — not always easy — between commencing 
paraplegia and locomotor ataxy. In ataxy — at 
least in its early stages — irritability is normal. In 
progressive muscular atrophy it is normal as long 
as any muscular tissue remains. In hysterical or 
Paralysis, emotional paralysis irritability is normal, but 
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electro-sensibility is often much impaired. These Diagnosis 
variations will sometimes enable us to distinguish R ea i and 
between real and pretended disease ; and, finally, Disease, 
absolute abolition of electric instability in all the 
muscles of the body is proof positive of death, so 

J . r r Electricity 

tbat those extraordinary people who are haunted as Proof 

. . Positive of 

by a fear of being buried alive may rest contented Death, 
if they provide that after apparent death, and 
before burial, their bodies shall be submitted to 
thorough electrical examination. 

And now, Gentlemen, we come to the considera- 
tion of the last and most important branch of our 
subject — electricity as a therapeutic agent — its 
scope and its limitations as a remedy. 

We have seen that if we send a shock of electri- Electro- 
city through a motor nerve the nerve becomes tics, 
excited, and responds by contraction of its 
muscles. One form of electricity, then, is a stimu- 
lant, but, unlike other stimulants, it admits of its 
action being exactly localized and its influence 
instantly withdrawn. There first results from Effects 

t n n piii upon Nu- 

such an application a larger flow of blood to the trition. 
part, with subsequent increase of temperature and 
general improvement in nutrition. If muscular 
contraction results, it acts in addition as an arti- 
ficial gymnast, imitating natural muscular action 
in a way quite impossible to any agency but elec- 
tricity. It is in cases where there is muscular 
response to it, but not to the will, that it is often 
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Electricity f immense service, and it can then be replaced by 

asa&tmm- x J 

lant. no other remedy known to medicine. Need I say 
that in such cases its dosage is of importance ; 
that only a certain amount of stimulation being 
needed this may not be carried to the point of ex- 
haustion, and that the application should not be 
continued for too long a time. From ten to twenty 
minutes for an entire application is usually suffi- 
cient. So much for the stimulant effects of electri- 
city when administered under either of its forms 
in a series of intermittent "shocks." 
The Con- But we get a very different result when we 
rent. employ a constant current — that is, a continuous 
stream of electricity without interruption or break 
in it, and without appreciable variation in its 
strength. One effect of the administration of such 
a flow of electricity is that of a sedative, for it 
possesses the most remarkable power in relieving 
pain. We have all heard of the benefit of the 
" constant current" in neuralgia, and it is worthy 
of its reputation, and will not disappoint us if we 
administer it with the precautions noted in my 
last Lecture. (See foot-note, page 38.)* 

Electricity * In the treatment of Neuralgia by the constant current the elec- 
in Neural- trodes should be so applied as to include between them the part or 
8 ia ' nerve affected — the number of cells the highest number that can be 

borne without pain, i.e., the current to be distinctly but not painfully felt, 
both electrodes being immovable. Time, five to ten minutes. Frequency 
as often as the attacks of pain recur. I am satisfied that in severe 
cases this rule of application is essential — that the influence of the 
current shall be maintained as much as may be in the irritable nerve 
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Electricity, then, according to its variety and Electricity 
method of administration, is both a stimulant and an inriu- 
a sedative ; but although these words may be used generis. 
as convenient distinctive terms, there is no doubt 
that it is something more, and that it possesses an 
influence quite sui generis, dependent, perhaps, upon 
its modification of the natural state of the electri- 
city of the human body. The Voltaic current 
enjoys a remarkable restorative power, for it has 
been found that its prolonged action upon a nerve 
immediately after death will preserve its irrita- 
bility for a length of time, and that even in a dead 
nervej the lost irritability may be again esta- Restora- 
blished. Dr. Poore has particularly studied this of Voltaic 
restorative or refreshing effect of the Voltaic cur- 
rent, especially in its application to a class of dis- 
eases (termed by him " fatigue diseases"), and of 
which writer's cramp is a type, chiefly characterised 

daring the intervals of pain. In one case under my care the patient Electricity 
was galvanized with benefit 27 times in the 24 hours ; but in milder «?_Neural- 
cases one or two applications daily will generally suffice. A weak 
current from two or three cells — the electrodes being applied to each 
temple for one or two minutes — will sometimes dissipate a severe head- 
ache. This soothing influence of the current is often useful in allaying 
Spasm, as, for example, in spasmodic torticollis. The current should be 
localized in the irritable muscles : and it is generally advisable to ener- 
getically Faradize the'ir antagonists and to conjoin with the electrical 
treatment appropriate gymnastic exercises, alternating with periods of 
perfect rest. I may mention that the only recorded case of improve- 
ment in that remarkable condition of spasm first described by Hammond 
under the name of Athetosis resulted from the Voltaic current. The 
case was brought before the Medico-Chirurgical Society by Dr. Gowers, 
and is published in the 49th volume of their Transactions. 
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Electricity by an intense feeling of fatigue upon any attempt 
Diseases, being made to execute certain muscular move- 
ments. This tired feeling is at once removed by 
the application of the Voltaic current, either to 
the muscles affected or to their nerves, and this 
result Dr. Poore believes to be explained by an 
increase in the susceptibility of the muscles to the 
stimulus of the will. Be this as it may, such an 
application is often most comforting, and it is not 
unusual for the patient to experience immediate 
and most grateful relief, and to beg for its repeti- 
tion. Many electro-therapeutists will attribute 
this relief to the production of, as it is termed, a 
condition of electrotonus, about which, and its 
importance in electro-therapeutics, a great • deal 
Electro- has been written and disputed. Electrotonus is 
simply a name given to signify the state of a nerve 
while it is being traversed by an artificial Voltaic 
current. The effects of such an application, of 
course, depend chiefly upon the power of the cur- 
rent. If sufficiently powerful complete functional 
destruction of the nerve would result, as by a 
lightning flash ; and as the tension of electricity is 
greater at one pole than the other, we naturally, 
with currents of a certain strength, 'discover modi- 
fications of irritability in the nerve when specially 
influenced by either pole. The irritability is 
increased in the half nearest to the negative pole 
(Katelectrotonus), decreased in the half nearest to 



tonus 
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the negative pole (Anelectrotonus), and unchanged Electro- 
at a point midway between the two poles (point 
of indifference). The production of the general 
electrotonic state is of importance. I believe these 
lesser variations of anelectrotonus and katelectro- 
tonus to be practically of little moment, and I 
advise you to disregard them in therapeutics. 
Very marked absorbent or resolvent effects are Resolvent 
also exerted by the Voltaic current, and are pro- Voltaic 
bably chiefly due to its powerful chemical action, 
for a current of great strength will dissolve or 
destroy any animal tissue whatever. One applica- 
tion of this chemical action is found in the electro- 
lysis of tumours, and another in the coagulation of 
blood in aneurisms.* 

* Electrolysis is, of course, chiefly applicable to tumours which, from Electro- 
their nature or situation, are difficult or impossible to be removed by y sia ° 
the knife ; and, perhaps, also to malignant tumours ; for whether or not 
the Voltaic current exerts a special destructive influence upon diseased 
germs, it seems certainly proved that there is a less frequent return of 
cancerous growths removed by its agency than by ordinary operative 
procedures or by caustics. 

This treatment of malignant tumours by electrolysis is yet subjudice, 
but the evidence in its favour has recently much accumulated, and its 
full and exhaustive trial by competent observers possessing the oppor- 
tunities of large hospital practice ought not to be much longer delayed. 
Neftel, of New York, who is its chief advocate, contends that malignant 
tumours are at first entirely local, and he explains their recurrence, 
after removal by the knife, from the fact of the impossibility of the 
whole of the diseased mass being excised, as apparently healthy parts 
when microscopically examined show that they have already become 
infected. Electrolysis he considers acts not only on the tumour but 
also on the surrounding tissues, the current being diffused to some 
distance in all directions. After electrolysis he applies a mild and not 
painful current for from a quarter to half an hour daily to the locus 
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General So much for the general effects of electricity. 

effects of , 

Eiectri- All the structures of the body respond to its 
application ; the muscles and motor nerves, as 
we have seen, by contraction ; the nerves of com- 
mon sensation by a burning or pricking ; and of 
the nerves of special sense ; the retina by a flash 
of light ; the auditory nerve by a sound ; the olfac- 



lysis of morbi, and continues this for some months. In one of his cases a 
Malignant mammary tumour existed of the size of a small orange. Three needles, 
Tumours. f rotn (, ne negative pole of thirty-five cells, were inserted for half an 
hour under chloroform, and the operation was repeated thrice at in- 
tervals of a week, daily external galvanization being also used. The 
tumour gradually became smaller, and at last disappeared, but external 
treatment was continud for several mouths. At the end of a year 
there had been no relapse. In another case, in which the tumour had 
been excised by Marion Sims, it reappeared, and was again removed 
by the same surgeon, and pronounced cancerous. It again reappeared, 
and was then electrolyzed, upon three occasions, by two, three, and 
four needles respectively, and with a current gradually increased from 
ten to thirty cells. The tumour by degrees grew less, and in three 
months was entirely dispersed ; while, when the patient died from 
another disease three years afterwards, there had been no recurrence. 
Aneuris- Electrolysis has been successfully employed in several cases of 
mal Elec- a i leur i stn . Where pressure and ligature admit of application, it is 
ture" 1110 " Darc "y necessary to say that the preference should be given to them ; 
but many internal aneurisms, and especially aortic aneurisms, cannot be 
thus treated, and in such cases the question of electro-puncture should 
be carefully considered, and, when called for, it should not be too long 
delayed. Two fine, sharp, and carefully- insulated needles, one connected 
with each pole, should be introduced into the aneurismal sac, and the 
current allowed to pass for from half an hour to an hour, the needles 
carefully withdrawn, and their punctures covered with a bit of lint 
soaked in collodion or styptic colloid. Authorities are divided as to the 
kinds of aneurism calculated for electro-puncture, but there is no doubt 
that an aneurism pressing on the parietes, but not having actually per- 
forated them, is the best adapted for this treatment and that it is 
contra-indicated where the sac is of large size, or where large trunks 
issue from it. 
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tory nerve by a peculiar smell ; and the gustatory General 
by a metallic taste, differing at the two poles. Eiectri- 
The action of the Voltaic current upon the brain C1 y ' 
is exceedingly powerful, and the greatest care 
must be exercised when it is applied to any part 
of the head or face. Not more than two or three 
cells should be commenced with. Its effect should 
be noted, and any increase should be made gra- 
dually. With a very moderate current giddiness 
is produced, and upon the sudden application of a 
sufficiently powerful one the patient falls down as 
if struck by a blow. 

All, or some of the more or less generalized General 
applications, such as Beard and Rockwell's gene- 
ralized electrization, the common Faradaic and 
Voltaic Baths, or Radcliffe's Charge, are of occa- 
sional benefit in conditions of general debility, 
and where general stimulation of the nervous 
centres is indicated. The electric bath is an ele- 
gant and pleasant mode of administering electri- 
city, but it is less generally beneficial (except in 
certain gouty or rheumatic cases) than localized 
applications of electricity. The statement that 
metallic poisons can be eliminated from the body 
by its agency has not yet been established. 

There are very few, I think I may almost say Paralysis, 
not one, of the many disorders classed under the 
heading of paralysis, in which at some time or 
other of their progress some form of electrization 
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Paralysis, is not essential to their most successful treatment. 
Where powerless to cure it will not unfrequently 
relieve the most distressing symptoms. Cases of 
functional paralysis from slight pressure are not 
uncommon, when power may usually be restored 
by a few Faradizations ; but in paralysis from 
severe central or peripheral lesion progress must of 
necessity be slow. Such cases, regarded electri- 
cally, may be most conveniently considered under 

Atrophic the two divisions of atrophic and non-atrophic 

Paralysis. \ 

paralysis. In the great majority of atrophic cases 
there will be found abolition or modification of the 
normal electrical reaction of nerve and muscle, 
but whether this is so or not, in all cases of loss of 
power, in which any muscular wasting is visible, 
the localization of electricity in the wasting 
muscles is imperative, and in some varieties it is 
the only treatment which will arrest the disease. 
It is in these latter cases that its early administra- 
tion is called for, before the degeneration and dis- 
appearance of the muscular tissue, and its early 
and judicious use will not seldom save the sufferer 
from being left for life with a powerless, or 
infantile withered and deformed linib. As an illustration, 
let us review the progress of a case of essential 
infantile paralysis, the most common of the para- 
lyses of children ; that form in which premonitory 
symptoms are often absent, or but slight, and 
where there is no rigidity. Very shortly after its 
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onset, usually within a few days, the limb is found infantile 
to be colder than its fellow, and its muscles to be ara yS1S * 
rapidly wasting; the final result, if untreated, 
being the entire disappearance of some of them 
and the production of deformity. In fact, the 
larger number of cases of club-foot and analogous 
distortions are brought about by neglected in- 
fantile paralysis, and there is no doubt that by 
judicious treatment, of which early electrization is 
the foundation, the majority of them might have 
been prevented. The leading orthopaedic surgeons 
are fully alive to this fact, but they are powerless, 
as they are rarely consulted until all the mischief 
has resulted. The early recognition and appro- import- 
priate treatment of these cases must continue in early 
the hands of the family practitioner, and he must Treat- 
decide whether or not they, are to continue, as 
at present is unfortunately too commonly the 
case, without any serious attempts at restorative 
treatment until commencing deformity compels 
attention to them. As soon as the medical at- 
tendant is summoned — and this is frequently only 
because the parents have noticed that the child is 
lame — he should carefully examine the muscles 
electrically, and unless there are head symptoms 
present, and this is very seldom, he should elec- 
trize each muscle daily with that current to which 
it responds, and of a strength just sufficient to 
produce muscular contraction. If the powerless 
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infantile muscles have preserved their Farado-contractility 
it may be confidently predicted that they will 
rapidly recover ; but it will almost invariably be 
found that while Farado-contractility is diminished 
or abolished, there is increased response to the 
interrupted Voltaic current. They should be 
treated then with this current alone. Hot spong- 
ings and shampooings should also be employed, 
and it is of great importance that in the intervals 
of treatment the temperature of the affected 
muscles should be maintained at as high a decree 
as possible. If the leg is affected, a stocking of 
pure spun silk should be constantly worn, day and 
night, in addition to the ordinary clothing ; if the 
arm, a silken sleeve, 
import- When in any form of paralysis ANY amount of 

active° and voluntary power has been restored by electricity, 
move™ it is most important that the patient should be 
Paralysis, encouraged to use the limb and practise various 
movements. Passive movements are of equal im- 
portance, and the paralyzed muscles should be 
frequently exercised by this mode to the fullest 
extent of their normal movements. For example, 
if the extensors of the hand and fingers are para- 
lyzed, the hand and fingers should be passively 
flexed and extended completely, at intervals of a 
few seconds, for some minutes, and so on with all 
the paralyzed muscles in succession. As soon as 
there is return of reaction to Faradization, Fara- 
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dization should be alone used, and the rule in all Rule for 

Muscular 

cases of localized muscular electrization, muscular Eiectriza- 
contraction being sought, is to use that current to 
which the muscles respond, and / do not know of 
any exception to this rule ; but a successful result in 
severe cases of atrophic — not alone infantile para- 
lysis, but all varieties of atrophic paralysis — is 
brought about by painstaking, daily, tedious, unin- 
teresting treatment, with no chance of brilliant or 
rapid results, but which, if thoroughly, faithfully, 
and patiently carried out, will reward us by pro- 
gressive improvement, and sometimes — even in 
cases regarded not long ago as quite hopeless — 
complete recovery. 

There are certain forms of paralysis affecting Rigid form 

••-it -, . . °f Infan- 

children where the muscles are rigid. Localization tile Para- 
of any form of electricity in these rigid muscles is 
quite useless; but if these cases depend upon 
adhesions or exudations into the medulla their 
absorption may possibly be promoted by localizing 
a Voltaic current in the superior cervical ganglia 
of the sympathetic ; two small conductors, leather, 
tipped and well-moistened in connection with the 
poles of a Voltaic battery being applied for four 
or five minutes to the bottom of the auriculo- 
maxillary fossae on both sides. There seems no 
doubt that such an application causes a dilata- 
tion of the blood vessels of the base of the brain, 
and is likely therefore to promote absorption. 
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ParSyais ° ^ n an< cases 0I> traumatic lesion — as by section of 
a nerve — the paralysis is atrophic, and the treat- 
ment I have recommended in infantile paralysis 
should be assiduously employed. Mitchell, of 
Philadelphia, whose experience of military surgery 
is unrivalled, commences electrical treatment and 
shampooing within a fortnight of the wound, 
unless there are special circumstances to contra- 
indicate it. Lead palsy requires similar treat- 
ment; so does, perhaps, the commonest form of 
peripheral palsy — facial palsy from neuritis of 
the facial nerve. In electrizing the facial muscles 
Caution there is one caution necessary — especially to ob- 
foEkctiL serve the rule of electrizing the muscles equally — 
Muscles" 1 for I have several times met with a contraction 
resulting from a too energetic Faradization of 
some individual facial muscle, to the neglect of 
the group with which it is in correlative action. 
Such a contraction may sometimes be removed 
by localizing in it for about five minutes a con- 
stant Voltaic current from eight or ten cells ; 
but in the most favourable cases an unnatural 
expression of countenance will generally persist 
for a long time, from the non-recovery by the 
muscles of their perfect "tone," that quality 
which imprints upon each face its characteristic 
features, and which has been called the "Gym- 
nast of the Soul." 

In that most distressing disease, Cruveilhier's 
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atrophy or wasting palsy, medication is alto- Wasting 
gether useless, and our one hope — not invariably 
a forlorn one — is in electricity. Localized Fara- 
dization to the muscles, alternately with Rad- 
cliffe's Positive Charge, together with galvaniza- 
tion of the sympathetic or of the spinal cord 
admit of trial. 

In non-atrophic paralysis — of which hemiplegia Hemi- 
may be taken as a type — the propriety of elec- 
trization, and especially the proper moment for 
its application, requires careful consideration. In 
both brain and spinal cord disease muscular 
electrization is not advisable until some time 
after the attack, or untd the muscles exhibit 
signs of impairment of nutrition from disuse. As 
long as there is rigidity — especially with increased 
reflex action — any stimulant application of elec- 
tricity is not likely to do good, and may do harm ; 
but in older cases — both hemiplegia and para- 
plegic — cases of from six to eighteen months' 
duration — the immediate benefit to be derived 
from localized electrization is often remarkable, 
especially in those cases where, after a partial 
return of voluntary movement, the patient sud- 
denly stops short, and for weeks or months 
makes no progress. As the sequel of electriza- 
tion, the hemiplegic patient able to use the arm 
slightly, but not to feed himself, may regain 
this power, to his infinite comfort, and the para- 
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Hemi- plegic patient, able with difficulty to drag him- 
self along by crutches, is enabled to walk by 
the aid of a stick. Some improvement is usually 
soon obtained, and it is progi'essive for, perhaps, 
two or three months, after which continued 
electrization fails to increase it ; but at a subse- 
quent period — six months afterwards — a renewed 
electrization may give rise to a new improvement ; 
but be this as it may, whenever in these old 
standing cases we see signs of impaired nutri- 
tion, it is wise to occasionally stimulate the 
muscles by Faradism. We should endeavour — 
in the words of the Nestor of modern medicine, 
Sir Thomas Watson — " to preserve the muscular 
part of the locomotive apparatus in a state of 
health and readiness, until peradventure that 
part of the brain from which volition proceeds 
having recovered its functions, or the road by 
which its messages travel having been repaired, 
the influence of the will shall again reach and 
Direct reanimate the palsied limbs." In hemiplegia 
tion of a " the propriety of a direct application of the constant 
Current to Voltaic current to the brain must be thoughtfully 
Brain " considered. In selected cases, where the clot or 
softening is of limited extent, its removal may be 
accelerated by a carefully-localized current — two 
or three cells — for two or three minutes to the 
injured hemisphere, followed by Voltaization of 
the cervical sympathetic (so-called) for four or five 
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minutes. After such an application there follows Direct 
— according to Althaus — "greater ease in the twnrf 
head, as well as in the limbs, and if there has current 
been pain this is relieved." Similarly the to rain ' 
absorption of the inflammatory products may be 
promoted in the earlier stages of spinal disease, 
by localizing the Voltaic current in the parts 
affected, especially where pain is present, and 
we have reason to suppose that the myelitis is 
circumscribed. The daily application of the 
positive pole for about five minutes, and with 
from ten to fifteen cells, to the painful spot — the Electricity 

in Spinal 

negative pole being held to an indifferent part of Paraplegia, 
the body — is likely to promote absorption. At 
any rate it will sometimes relieve the pain. In 
the later stages of paraplegia, as soon as there 
is diminution of electro-irritability in the para- 
lyzed muscles they should be sponged with the 
Voltaic current, or Faradized ; and where anaes- 
thesia is present, a good painting with the wire 
brush will often be of service. Paraplegic consti- Paraplegic 

. . . Constipa- 

pation may frequently be relieved by Faradization tion. 
of the abdominal muscles, and the troublesome 
dribbling of urine, so often present, by external 
Faradization of the bladder — one pole to the 
pubes, and two sponges from the second pole — one 
to the sacrum and the other to the perineum. 
Incontinence of urine in children may be similarly 
treated. Cases of hysterical or emotional para- 

f2 
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tu^Tai ^ S ^ S ma y frequently be benefited by the applica- 
Paraiysis, ^[ on f -^q w ^. e b rus } 1) w hich also sometimes acts 

like a charm in removing anaesthesia, which, 
although originally of central origin, continues 
after the removal of its cause. Anaesthesia from 
section of a nerve is sometimes persistent in this 

motor wav after repair of the nerve lesion. The wire 

Ataxy ' brush is also useful in sometimes removing the 
anaesthesia present in locomotor ataxy, some cases 
of which may be largely benefited also by the 
constant current to the spine — one pole to nape of 
neck, and the other to the lower lumbar vertebrae. 

tityln Electricity is coming into use in mental diseases. 

Mental Faradism, and especially cutaneous irritation with 

Diseases. ' * J 

the wire brush, would seem to be most suitable for 
cases accompanied by depression or torpor, the 
stimulating effects being of service in inspiriting 
the patient, while the soothing influence of a direct 
application of the constant Voltaic current to the 
brain may be employed in cases of over-excite- 
ment requiring a sedative. 
Diseases It is remarkable that electricity should have 
been so little used in this country in the diseases 
of women. On the Continent it has been largely 
employed in the treatment of inertia uteri in the 
second stage of labour, also in producing prema- 
ture labour ; in the resuscitation of still-born 
children, and in uterine displacements. We pos- 
sess other remedies for these conditions, but there 
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are certain cases of amenorrhcea in which electricity Diseases 

of Women. 

would seem to be facile princeps the remedy. 
According to Golding Bird, it is the only true emme- 
nagogue that we possess ; and in a recent Number 
of the British Medical Journal there is an inte- 
resting report by Dr. Myrtle, of Harrogate, of the re- 
establishment of the catamenia and the cessation 
of sympathetic epileptic attacks that had persisted 
for three years — brought about by the constant 
Voltaic current ; but, Gentlemen, it is my firm Faradiza- 
belief that if a Faradaic instrument were at hand, Post- 
and properly used, there would never be another Hamior- 
death from post-partum haemorrhage. The Fara- r ase ' 
daic current, thoroughly localized in the uterus, will 
always produce its contraction not only while life 
persists, but even for a limited time after death, but 
failure in localizing electricity in an organ, with- 
drawn from sight and covered with thick muscular 
tissue, is especially liable to occur, unless the 
details of application are conducted with extreme 
care. Assume the case to be an example of 
severe post-partum haemorrhage, that the ordinary 
resources of medicine have failed the obstetrician, 
and that he fears every moment may be his patient's 
last, but he has an induction instrument at hand. 
Let him waste no time, but at once introduce his 
right hand into the cavity of the uterus and grasp 
in his left the moistened sponge attached to one of 
the conductors of the instrument in action. Let 
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ti^Tb 2 *" an attendant, holding by its insulating handle the 
Post- conductor from the other pole (which should be a 

partum r v 

iiaemor- well-moistened sponge) thoroughly paint with it, 
as it were, the abdominal parietes, pressing it with 
considerable force against the practitioner's hand, 
and afterwards apply it to the lumbar region. Con- 
traction of the uterus will invariably result if the 
current used be of sufficient power. 

Paralysis The stimulant effects of electricity are occasion- 

ofNerves . . , „ , 

of special ally beneficial in the treatment of paralysis of the 
nerves of special sense, especially of the optic and 
auditory nerves, while its use has been advocated 
in a multitude of diseases to which I shall not 
further refer, than by saying that a clear com- 
prehension of the principles of electro-therapeutics 
will prevent the occurrence of difficulty in any 
special application of them ; and let us shortly 

Resume of recapitulate the most important of these prin- 

general ..... 

principles ciples. We have seen that electricity is a stimu- 
thera- lant, a sedative, a restorative, and an absorbent, 
peutics. j.^ stimulant properties are chiefly of use in 
diseases of debility, and notably in paralysis — its 
sedative properties in the alleviation and removal 
of pain and spasm, and notably in neuralgia— its 
restorative properties in fatigue diseases, notably 
writer's cramp — and its absorbent properties in 
exudation diseases, and notably in gout and 
rheumatism. The dose of electricity consists of 
the addition of two factors — firstly, the strength 
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of the current, whether Voltaic or Faradaic ; Rfaum*of 

. . . general 

secondly, its duration. It is of essential import- principles 

. .of Electro- 

ance that we do not overdose our patient, but thera- 
we are little likely to do this if we adhere to the 
two cardinal rules — to use the minimum power 
which will produce the results we desire, and not 
to unduly prolong our application : and really this 
question of " dosage" forces us to consider how far 
it is advisable for the medical practitioner who 
prescribes electricity to sanction its administration 
by the patients themselves. While there is no 
doubt that the most explicit directions will often 
be misunderstood, or fail in being correctly carried 
out, yet it would be practically impossible (to say 
nothing of the expense to the patient) for any 
medical man to himself apply electricity daily for 
a lengthened period ; and we are compelled, in 
certain cases, to do our best in instructing some one- 
attendant of the patient how to carry out the treat- 
ment, making her do this a few times in our 
presence, and looking sliarply after her afterwards, 
and in addition explaining everything as fully as 
possible to the patient, or the patient's friends. 
Moreover, we must not lose sight of the fact that, 
with electricity as with other remedies, the skill of 
the physician is shown in determining how, when, 
and in what dose to administer it, and his judg- 
ment in selecting those cases in which its adminis- 
tration may be wisely committed to others. 
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in° g n Re- d " In contusion, Gentlemen, allow me to thank 
you for the attention with which you have listened 
to these imperfect Lectures. I fear that I have 
failed in doing full justice to their subject ; but I 
trust that I have succeeded in indicating the im- 
portance of electricity as a supplement to, not as a 
substitute for, the more ordinary resources of thera- 
peutics. It is not a panacea, but one of our most 
powerful and serviceable remedies ; and one that 
is truly most valuable but only in appropriate 
cases, and in suitable doses. The chief obstacles to 
its extended use have been some doubt as to the 
exact class of cases calling for its employment; some 
uncertainty as to the best instruments, and a want 
of information regarding details of application ; and 
these obstacles it has been my endeavour to re- 
move. Medical electricity is still in its infancy — 
but able men are engaged in its study — and I have 
strong faith that in it we possess a remedy des- 
tined to become all important, both in the investi- 
gation and treatment of affections of the nervous 
system; and that although its common adoption 
as a weapon to be not seldom used in our daily 
battle with disease, is yet in the future — that that 
future is not distant — and that its study will soon 
be considered as an indispensable part of the edu- 
cation of every medical practitioner. 
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Opinions of the 
"This work fills up a hiatus in the 
literature of medical electricity. It 
purposes to teach (to use the words 
of the preface) 'the busy practitioner 
not only when to use electricity, but 
in explicit and full detail how ;' and 
in ' moderate bulk to contain only 
what it is essential to master.' Dr. 
Tibbits' object has been to give the 
results of the best work, and to this 
end he has availed himself freely of 
the large experience of the Electrical 
Room of trie National Hospital for 
the Paralysed and Epileptic. 

' ' The work is what it professes to 
be, and is a handbook in the best 
sense of the word. The book, in- 
deed, answers thoroughly to the 
author's description : that he has 
' throughout endeavoured to keep 
constantly in view the practitioner 
rather than the theorist,' especially 
in points of detail which are of im- 
portance in order to secure the suc- 
cessful application of electricity, 
and to insure (a not insignificant 
matter in this respect) the comfort 
of the patient." — The Lancet. 

"There is not a word of exaggera. 
tion, or of fanciful hypothesis in 
the book, and, above all, there is 
not the least suggestion that there 
is after all a mystery behind, and 
that the reader would do well to 
come to an expert for advice. On 
the contrary, everything is made so 
clear that any practitioner, whether 
he previously knew anything of 
electricity or not, may from this 
book at once begin the practical 
use of it, and if there are any 
lingering doubts in the minds of 
some ultra- conservative persons as 
to the practical value of electrical 
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treatment, this book should dispel 
them .... the busiest practitioner 
can, without difficulty, learn how to 
effect a large amount of good which 
he was previously quite unable even 
to attempt." — The Practitioner. 

" As Medical Superintendent of 
the National Hospital for the 
Paralyzed and Epileptic, as well as 
through private practice, Dr. Tibbits 
has had ample opportunities of 
studying the application of elec- 
tricity to medicine, and in the 
volume under notice, which aims 
principally at giving full and ex- 
plicit details within convenient 
limits, how to use electricity, we are 
bound to say this object is fairly 
carried out." — The Dublin Journal 
of Medical Science. 

"The exact value of electricity 
as a therapeutic agent is imperfectly 
understood. That it is of great 
value in some cases as a means of 
improving nutrition, relieving pain, 
and exercising disused muscles, is 
undoubted, but still its exact value 
in all cases remains to be settled, 
and in Dr. Tibbits' book we find a 
guide which will, at all events, help 
us to a solution of some of our 
difficulties." — The Medical Times 
and Gazette. 

"Dr. Tibbits, who is known as 
an authority upon electricity, has 
written a concise book upon this 
subject for the general practitioner, 
embracing only the valuable part 
of the existing knowledge. The 
work is written in a condensed style, 
and is well adapted for the prac- 
titioner who does not make a 
specialty of electrical treatment." 
— The New York Medical Journal. 



LONDON : .T. & A. CHURCHILL. 



BURFIELD HOUSE, HIGHGATE, 

LONDON. 



Arrangements have been made to receive into the above House 
six resident patients suffering from Paralysis, Epilepsy, Neuralgia, 
or Diseases of the Nervous System, including also those induced 
by a too free indulgence in Alcoholic Stimulants. 

The number being strictly limited, the patients are enabled 
either to associate together, or to remain in their private apart- 
ments, and it is believed that the effort has been successfully 
accomplished of combining the advantages of a private residence 
and of Hospital treatment ; for while in the internal arrange- 
ments of the House the comfort and convenience of patients are 
studied, and no effort has been spared to secure for them the 
usages and attentions of a completely appointed household, and 
to promote the development of that ' Home ' feeling so important 
to invalids, those special Electrical, Gymnastic, and other 
Scientific Appliances for treatment have been provided, which 
cannot be safely entrusted to any but those duly qualified to use 
them. 

The wishes of Physicians regarding the treatment of patients 
whom they desire to remain solely under their own care are strictly 
carried out, and in all other cases the treatment is conducted in 
Consultation with the patients ordinary Medical Attendant. 

The situation is in all respects desirable. The Highgate 
Station of the Great Northern Railway is within five minutes' 
walk, all parts of London being easily accessible. The Gardens 
are secluded and beautifully designed, and afford ample means 
for a variety of outdoor recreations. 



The charge for maintenance, medical attendance, and all 
incidental expenses, varies with the nature of the case and the 
requirements of the patient, and references are kindly permitted 
to the most eminent London Physicians. 

No Insane Cases are received. 

All communications to be addressed to the Medical 
Superintendent. 
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